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Medical electrical equipment - Part 2-6:
Particular requirements for the safety of
microwave therapy equipment
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1- International Organization for Standardization

2 - International Electrotechnical Commission

3- International Organization of Legal Metrology (Organisation Internationale de Metrologie Legale)
4 - Contact point

5 - Codex Alimentarius Commission
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IEC 60601-2-6:1984, Medical electrical equipment - Part 2: Particular requirements for the
safety of microwave therapy equipment
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1- Hyperthermia



